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SAMPLE NO. ME 82 (b
QC REPORT NO.

TASK | - (Elements t0 be identified and measured)

ug/l ug/!
1. Aluminum 3 73:000 10. Nickel /, 340
2. Chromium | {30 11. Manganese 2140.
3. Barium 33 ¢0. 12.  Zinc 3580
3. Bervylium /6. 13. Boron 650
. Cadmium 220, 14.  Vanadium 7 70.
6. Cobalt Y 30 15. Caicium S 490 000.
7. Coooer 1Y £0. 16. Magnesium A4 00O.
3. Iron 101 0000 17.  Sodium 26/,000.
9. Lead ” ::4 6 0.
TASK 2 (Elements o be identified and measured)
ug/l ug/l
l. Arsenic 4003 5.  Mercury 2,
2 Antimony <2o0. 6. Tin 120
3. Selenium £ 100.b 7. Silver £ 20,
4.  Thallium <100.P
TASK 3 (Elements to be identified and measured)

4. Ammenia _mg/l 4. Cvanide me/l
2.  Fiucride mg/1 5. pH Units
3. Sulfide mg/l 6. TOC me/!

COMMENTS:  a) with a detection limit of 200.

b)
c)
a)
e)
)

with a detection limit of
with a detection limit of 40.

I00.

analyzed on a sample aliquot preserved with HCl fram F/pH sample bottle
average of two replicate determinations
insufficient sample aliquot
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LABORATORY NAME Versar Inc. SAMPLENO. ME Q_z b1
LAB SAMPLE ID NO. S (,52 QC REPORT NOQ.
TASK | (Elements to be identified and measured)
5 us/l ug/!
1. Aluminum < /o000, 16. Nickel L /0
I d
2. Chromium < /0. 1l. Maneganese L /0.
3. Barium < /0. 12 Zinc < /0.
Berylium < el 13. Boron £ /0.
. Cadmium <, 5. 14. Vanadium £ /0.
6. Cobalt £ /0. 15. Calcium /00,
7. Coopoer £ 30. 16. Magnesium < 100 .
8. Iron £ R0. 17.  Sedium /00 .
9. Lead < Yo
TASK 2 (Elements to be identified and measured)
ug/! ' ug/!
l.  Arsenic <10% 5.  Mercury <.
2 Antimony < 20. é. Tin £ 20,
3. Selenium L |0._e 7. Silver < 20
4. Thallium <l1of
TASK 3 (Elements to be identified and measured)
>l. Ammonia mg/l 4, Cvanide me/!
2.  Flucride mg/l 3. pH Units
3. Sulide mg/1 6. TOC me/l

COMMENTS: a) with a detection limit of /200
b) with a detection limit of
c) with a detection limit of
d) analyzed on a sample aliquot preserved with HC1l from F/pH sample bottle
e) awerage of two replicate detarminations
f) insufficient sample aliquot



